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Abstract
PASCO scientific 012-05187C Precision Interferometer is used in Michelson mode to
investigate wavelengths and refractive indices. From varying the distance of the movable
mirror in the Michelson setup the wavelength of the HeNe laser beam is found to be
630.6 ± 7.9 nm; 0.28 sigmas away from the accepted 632.8 nm and agreeing with it.
Then after considering the fact that the index of refraction for low pressure gasses varies
linearly with pressure we place a vacuum cell in front of the movable mirror and pump
out the air within it to find the individual slopes. By extrapolating the average slope
we calculate the index of refraction for air to be n = 1.000226 ± 0.000026. This is
1.44 sigmas away from the manufacturer’s measured 1.000263 and barely agreeing with
it as we underestimated our error in the fringe count (which is caused by the change
in pressure). Furthermore, the vacuum cell is replaced by a crown glass plate which is
rotated to vary the length at which the EM wave travels in the Michelson interferometer.
The angle of rotation is measured and utilized to find the refractive index of glass to be
1.514±0.006; agreeing with the accepted value of 1.515 as it is 0.125 sigmas away from it.
Thus, along with the wavelength observation this experiment is conducted successfully.
Although the experiment to find the refractive index of air is conducted less successfully,
it is also prosperous as the measured value is close to the accepted.
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21 Introduction
Interferometers are laser based tools used to investi-
gate various properties directly or indirectly relating
to EM waves. In our experiment, we resort to the
widely used Michelson mode setup to measure the
wavelength of our laser beam as well as the indices of
refraction for air and crown glass.
Figure 1: A schematic of the Michelson interferometer.
As the beam exits the laser source it passes through an
18 mm lens and hits the beam splitter. Part of the beam
goes through and reflects back after hitting a movable
mirror M1; the other part reflects to an adjustable mirror
M2, which also reflects it back to the beam splitter. Both
parts of the split beam make their way to the viewing
screen and create visible fringes.
To find the wavelength of our laser beam, we will
be utilizing Bragg’s Law:
2dm sin Θ = Nλ , (1)
where λ is the wavelength, dm is the distance that
M1 moves toward the beam-splitter,
1 and N is the
number of the counted fringes.
Figure 2: Fringe pattern as seen on viewing screen.
In our case Θ is 90◦(as seen in Figure 1); therefore,
λ =
2dm
N
. (2)
1Hence the subscript m.
So after measuring dm and N we can calculated λ.
After measuring λ we move on to find the refrac-
tive indices of air and glass, and start with that of air,
na. To understand how to measure this, it is crucial
to know that for EM waves:
λ =
λ0
n
, (3)
where λ0 is the wavelength of the EM wave in vac-
uum and n is the index of refraction of the media it
is traveling through [1]. Knowing (3), we attempt to
find na by constructing an alternative media in the
midst of our Michelson interferometer. We do this
by placing a vacuum cell between the beam-splitter
and M1. It is also critical to know that for low pres-
sure gasses the index of refraction varies linearly with
pressure [2]. Combining this knowledge with (2) we
can calculate na after measuring the manual change
in cell pressure ∆P and observing its affect on the
fringe pattern.
Furthermore, since glass is rigid we must use an
alternative method to measure its index of refraction
ng. So we use the method of varying the length of
the crown glass2 which our laser passes through by
revolving it using a rotating table and movable arm.
The change in path length and measured N relate to
ng by the following equation:
N =
2nada(θ) + 2ngdg(θ)
λ0
, (4)
where da(θ) and dg(θ) are the changes of path length
in air and glass respectively [3]. Since they are func-
tions of the angle θ which the glass rotates, we can
find ng if we measure θ and N .
2 Methods
To conduct our experiments we used the PASCO sci-
entific 012-05187C Precision Interferometer which in-
cluded a non-polarized yet standard HeNe laser with
a wavelength of λ0 = 623.8 nm [4].
3
2.1 Distance Measurement
The procedure of measuring the beam wavelength
starts after we set our interferometer in the Michel-
son mode and align the laser. Behind M2 there is a
micrometer which actually moves M1 back and forth;
by setting it to 50 microns M1 and the micrometer
reading have a virtually linear relationship. We then
2We place a glass plate in the same location that the vacuum
cell was previously placed. More on this in section 2.3.
3We re-measure the laser’s wavelength, of course.
3adjust the viewing screen such that our chosen refer-
ence fringe is centered on it. Now by increasing the
micrometer reading we see a shift in the fringe pat-
tern; so we record the number of fringes which pass
our reference mark as well as the distance moved by
the micrometer, which is,
dm = |final position− initial position| .
A figure of our measurements is plotted below.
Figure 3: Measured N vs dm. Vertical error bars corre-
spond to the uncertainty in N , horizontal bars correspond
to the uncertainty in dm. Using the SciPy package in
Python, a fitted line M · dm + b is included. The variance
of the parameters are found by taking the square root
of the SciPy variance function pcov[] ; δM = 0.019 and
δb = 0.755. If the relationship between M1 and the dm
was not linear, the fit might not have been a regression
line.
The uncertainty in all micrometer measurements δdm
is 0.25 microns, as the dial spacings are very tiny. The
uncertainty for N varies by the number of fringes we
counted, since the more you count the easier it can
be to lose track of the rings in Figure 2.
Table 1: Uncertainties for N Depending on the Observed
Rings
N δN
1 ≤ N ≤ 50 1
50 < N < 150 2
150 ≤ N ≤ 200 3
2.2 Vacuum Cell Pressure Change
We now place a vacuum cell before M1 as explained in
the introduction. We measure the width of our cell to
be d = 2.95± 0.01 cm.4 The uncertainty comes from
the fact that it is difficult to measure centimeters up
to two decimal places with full accuracy.
Figure 4: Image of our vacuum cell. The part number
is 003-05162 from PASCO. The thickness d is measured
from both the part with the larger area and the one with
the lower.
It is important to know d because changing the travel
length of our EM wave in an alternative media has
the same effect as dm in (2). Moreover, after decreas-
ing the pressure in the cell with a vacuum pump5 we
record the change in pressure6 ∆P as well as the num-
ber of fringes that pass through our reference point.
Figure 5: Measured N vs ∆P , counted fringes increase
linearly with pressure. As displayed, pressure was mea-
sured in units of in Hg; but, it was converted to Pas-
cals for analysis. Based on the measured units a curve
M ·∆P + b is fitted with the parameters given in the leg-
end. The square root of their variances are δM = 0.004
and δb = 0.071.
The uncertainty in ∆P comes from the vacuum pump
reading and is a constant 0.25 in Hg. There were
4According to the manufacturer PASCO it should be 3 cm,
this is incorrect!
5The OS-8502 Hand-Held Vacuum Pump, to be exact.
6The reading on the pump is ∆P .
4no fluctuations in the reading as the device was cal-
ibrated shortly before we used it; hence the small
error. See Table 1 for the error in N .
2.3 Angle Quantification
Replacing the vacuum cell with a crown glass plate
sitting on a rotating table, we have the tools neces-
sary to get the measurements for the refractive index
of glass.
Figure 6: The Rotating Table consists of a component
holder to place the glass plate on and an arm to manually
rotate it.
Figure 7: The vernier scale—which is positioned to the
right of M2 in Figure 1— is what we use to measure the
angle which the arm has rotated the table. The alignment
was set at −0.40◦ ± 0.05, so we add the positive value of
that to all our angle measurements.
While we rotated the arm we observe the viewing
screen. Starting at 20, we read the Vernier scale ev-
ery time 10 fringes pass our reference mark. Our
measurements are plotted in Figure 8.
Figure 8: Measured N vs θ, where 0.4◦ have been added
to θ as mentioned in Figure 6. The angle has also been
converted to radians. A curve Aθ3 + Bθ2 + Cθ + D has
been fitted to the data. The uncertainty in the parameters
are δA = 2097.06, δB = 1042.25, δC = 164.523, and
δD = 8.169.
The error for the measured angle is 0.05◦ as the Vernier
scale is very small (after getting nearly identical re-
sults from a few trials we did manage to decrease
the uncertainty). We also must take in consideration
another 0.05◦ for the alignment offset uncertainty (as
mentioned in Figure 6), in total that sums up to 0.1◦.
For δN see Table 1, as usual.
3 Results
3.1 HeNe Laser Wavelength
After gathering the measurements, we can calculate
the uncertainty δλ of (2) from the propagation of
error formula [5]:
δλ =
√(
∂λ
∂N
δN
)2
+
(
∂λ
∂dm
δdm
)2
=
√
4dm
2
N4
δN2 +
4
N2
δdm
2 . (5)
Since we have multiple measurements, we plot our
data against the measured fringes N .
5Figure 9: Calculated λ vs measured N . As the fringe
count increases, λ practically converges to λ0 while its
uncertainty decreases. Had a fit been included, it would
have been a line with an almost zero slope and vertical
axis intercept close to λ0. Not included as it made each
individual point hard to see.
To get a final result from the wavelength of the laser
beam, we take the weighted average λ of the individ-
ual wavelengths λi in Figure 8;
λ =
∑
λiwi∑
wi
, (6)
where the weight wi is,
wi =
1
(δλi)
2 . (7)
It follows that λ = 630.6 nm. The predicted average
error based on the weight is,
δλ =
1√∑
wi
, (8)
which comes out to 4.7 nm. However, the actual em-
pirical spread of the calculated errors based off the
measured data is:
σλ =
√√√√1
k
k∑
i=1
(
λi − λ
)2
, (9)
where k is the number of measurements [6]. And the
final wavelength is, λ± σλ, so λ = 630.6± 7.9 nm.
3.2 Air’s Index of Refraction
From (2),
N = ∆N = 2d
(
1
λα
− 1
λβ
)
, (10)
where the α and β subscripts correspond to any two
individual wavelengths. Then from (3),
N =
2d
λ0
(nα − nβ) =⇒ nα − nβ = Nλ0
2d
. (11)
As mentioned in the introduction, n varies linearly
with P , so from the slope m = ∆na/∆P and (11),
m =
Nλ0
2dδP
. (12)
Then,
na(P ) = m · P + n0 , (13)
where n0 = 1 is the vacuum refractive index. It fol-
lows from this that
δna = δm · P , (14)
where δm is found from the propagation of uncer-
tainty formula;
δm =
λ0
2dδP
√
(δn)
2
+
(
δd
d
)2
+
(
Nδ∆P
∆P
)2
. (15)
We plot each individual mi and their uncertainties
δmi in Figure 10.
Figure 10: Calculated m vs measured N . With every
measurement the error in the slope decreases. It also
appears to converge to a value near 2.2 nPa−1. To find
each individual nai, we must use each individual mi and
δmi in (14).
Similar to the previous section, we have random un-
certainties, so we need to do a statistical analysis.
Replacing λ with m in equations (6) to (9)7 we ob-
tain the values in the following table.
7The reason the equations have not explicitly been written out
is to save space as well as clear redundancy. This is also the
case for the next section.
6Table 2: Obtained Averages for Slope [nPa−1]
m δm σm
2.228 0.046 0.256
Using the average slope m in Table 2 along with (13)
we make a graph of the index of refraction of air
against pressure.
Figure 11: Calculated na vs P . A range of 1000 pressures
between 0 and 90 [cm Hg] was fed into (13) to create this
graph.
Extrapolating Figure 11 we find the refractive index
of air to be 1.000226. From (14) and Table 2, δna is
5× 10−6. And,
σa = σm · Patm , (16)
where σa is the empirical spread for na and Patm =
101325 Pa is the atmospheric pressure. So if,
na = na ± σa ,
then na = 1.000226± 0.000026.
3.3 Glass’s Index of Refraction
Based on our measurements as well as the curve in
Figure 8 we suspect that it will be difficult to find the
change in path length. So we rely on the work done
by Andrews, 1960 to analyze the content of (4) and
write an equation for ng solely as a function of θ and
N ;
ng =
(2t−Nλ0) (1− cos θ) +
(
(Nλ0)
2
/ (4t)
)
2t (1− cos θ)−Nλ0 ,
(17)
where t is the thickness of the glass plate. For this
we use the manufacturer value t = 6± 0.5 mm [8].8
Anyway, Since the second term in the numerator is
negligible,
ng =
(2t−Nλ0) (1− cos θ)
2t (1− cos θ)−Nλ0 . (18)
Then from the propagation of error formula,
δng =
λ0
ζ
√
(2tη cos θδN)
2
+ (2Nη cos θδt)
2
+ (Nξ sin θδθ)
2
,
(19)
where ξ, ζ, and η are parameterized below to avoid
clutterness in (19);
ξ = Nλ0 − 2t
ζ = (λ0N + 2t cos θ − 2t)2
η = cos θ − 1 .
Plotting each ngi with its error allows us to further
analyze our data.
Figure 12: Calculated ng vs measured N . Throughout
the measurements the refractive index of glass appears to
be consistently close to 1.5, no matter what the fringe
count.
Once again we must do a weighted analysis, so this
time we replace λ with ng in equations (6) to (9).
Table 3: Obtained Averages for ng
ng δng σg
1.514 0.016 0.006
8The exact part number for the glass plate is 003-04034. Since
the manufacturer value is very precise the uncertainty is set
to 5 in the next [unreported] significant figure.
7Our final index of refraction is ng±σg; so ng = 1.514±
0.006.
4 Discussion
In the results of all three experiments we deduced
both the calculated uncertainties of the weighted av-
erages and the standard deviations of the measured
errors relative to the weighted means. The former is
an analytical prediction for the latter, and the latter
is the verifiable error which we are mainly concerned
with. Therefore, to evaluate the accuracy of our re-
sults, we use the following expression:
|Ξaccepted − Ξmeasured|
σ
= std away from Ξaccepted.
9
(20)
For the wavelength of the HeNe laser, our mea-
sured average result was λ = 630.6 ± 7.9 nm. 0.28
standard deviations away from λ0 = 632.8 nm, agree-
ing with it. If we were to replace σλ with δλ = 4.7 nm,
we would get 0.48 standard deviations10 away from
the accepted value; also agreeing and implying that
our errors were accurately estimated relative to our
measurements.
Our result of na = 1.000226 ± 0.000026 is 1.44
standard deviations away from PASCO’s measured
1.000263,11 hardly agreeing [4]. When in (20) we re-
place σa with the predicted uncertainty δna = 5e−6,
the standard deviation becomes 8.06, way off and not
agreeing with PASCO’s value. So even though our
result with its original error agrees with the manu-
facturer, we highly underestimated our uncertainties.
What is more is that for the refractive index of
crown glass we obtained ng = 1.514 ± 0.006, 0.125
standard deviations away from the accepted value of
1.51512 [9]. If we instead use our calculated error
based on our weighted average, δng = 0.016, our re-
sult would be 0.05 standard deviations away from the
accepted value. Thoroughly agreeing with it.
Had we taken more measurements in the proce-
dures for finding λ and ng we may have obtained even
smaller standard deviations, as the plotted points in
Figures 9 and 10 would have converged closer to their
9As a reminder, σ is the empirical spread, or as mentioned
above, the ’verifiable error.’
10If you were to plug in these exact values in (20) you would
get 0.4681 standard deviations. That is because our result
have much more significant figures than reported here. This
applies for all of our results (λ, na, ng).
11Since we are using PASCO’s equipment, we will be com-
paring our result to their value as apposed to the accepted
1.000277 for 632.8 nm wavelengths.
12This value is explicitly for crown glass at 632.8 nm wave-
lengths.
respective accepted values. For the procedure of find-
ing na: since in (15) ∆P and d have been squared in
the denominator relative to their respective uncer-
tainties, the error that we underestimated was δN .
Redoing the experiment and being more careful with
our observation of the rings of Figure 2 we can get a
better predicted uncertainty δna and hence a much
better predicted standard deviation. That being said,
all of our measurements and actual errors found from
interferometery were successful and agreed with the
accepted values.
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